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L 801 S1-50

CDN, Koaxial 50 Ohm, BNC CDN Coaxial 50 Ohm, BNC



CDN Impedance and K-factor
in the frequency range 150 kHz - 230 MHz
in a test setup according to IEC 61000-4-6
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Equipment used: Location: - EB15

Network Analyzer Typ ZVR - Inv. Nr. 4110
50 Q to 150 Q Adaptor Inv. Nr. 4159
50 Q2 to 150 Q Adaptor Inv. Nr. 4160
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